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Background
In order to minimize the effect of non-specific IgE bind-
ing when checking for specific IgE (sIgE) to foods, it is
recommended that automatic dilutions should be per-
formed on samples with total IgE (tIgE) >20,000 kU/L
to avoid false positives. We sought to determine the lin-
earity of specific IgE measurement in serially-diluted
samples with total IgE >1000 kU/L.
Methods
31 deidentified subjects with tIgE 1000-5000 kU/L (Group
A) and 10 subjects with tIgE >5000 kU/L (Group B) had
sIgE measurement for egg, milk, wheat, peanut, and soy-
bean by ImmunoCap from undiluted and 4 serial two-fold
dilutions using manufacturer supplied diluent. Myeloma
IgE was prepared at an initial dilution of 1:28 and then 7
serial two-fold dilutions were performed. tIgE percentage
recovery was calculated by multiplying measured tIgE by
the dilution factor for that sample and dividing this result
by the measured tIgE in neat serum. The same calculation
was applied to sIgE.
Results
sIgE was detectable in varying concentrations for all
foods in the myeloma sample and remained detectable
across a range of dilutions. For Group A, mean tIgE
recovery from diluted samples ranged from 120% (1:2
dilution) to 131% (1:16 dilution). Egg sIgE was the only
analyte for which mean recovery was <100%. Mean per-
centage recovery was increased significantly for peanut,
soy, and wheat (one sample t-test, p<0.05). The effect of
serial dilutions on sIgE recovery for Group B was more
variable.
Conclusions
Our results raise potential issues with sIgE measurement
in the setting of high tIgE as sIgE was detected in all mye-
loma samples which should have no allergen-specific reac-
tivity. In Group A, there is a trend for over-recovery with
serial dilutions for all allergens except egg. The variability
of percentage recovery between different allergens and
also between different subjects for the same allergen
strongly suggests both sample and assay-specific factors
are contributing to these findings. It is therefore important
for laboratories and clinicians be aware of the potential
limitations of sIgE measurements in patients with tIgE
>1000 kU/L. Laboratories should evaluate the linearity of
their own assay before routinely measuring and reporting
sIgE results from diluted samples.
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